In the last four decades, hypertension doubled to 1.13 billion patients. High blood pressure (BP) is the main risk factor for cardiovascular morbidity and mortality. Arterial stiffness (AS) is a key component and poorly understood part of cardiac vital signs. Pressure-volume loop (PU-Loop) has been used to measure local pulse wave velocity (PWV) which is an indicator of AS [1].
Introduction
Since the beginning of the19 th century, cuff-based blood pressure (BP) measurement devices have been used in clinical practice and are widely used for hypertension assessment [2] . The blood pressure changes with every heartbeat and these snapshot measurements often lead to wrong diagnoses due to phenomenon's like white collar hypertension, depression etc. Brachial BP is reported to be higher than central BP and this can greatly affect the therapeutic treatment [2] . Hypertensive treatment drugs show different pharmacological responses on dropping BP which are sometimes only notable in central BP.
Arterial stiffness plays a vital role in cardiovascular diseases and is a primary cause of high BP. Arterial stiffness complicates the situation in hypertensive subjects which lead to different BP in vital organs such as the brain, kidneys etc. due to various levels of wave reflection and their arrival times.
Global PWV is measured over longer distances on the arterial tree, most commonly measured from carotid to femoral (C2F). It gives average PWV due to mixed composition of the elastic and muscular material of aortic artery. Local PWV is measured over a short segment of the artery and showed enormous potential for vascular diseases [3] . Pulse transit time (PTT) relation to BP has been studied over the last decade and showed valid and well-accepted affiliation [4] .
PWV can be used to measure the arterial stiffness which in turn shows good co-relation to BP [5] . Invasive pressure-volume (PU) loop, the gold standard, has been used for measuring cardiac functionality during the heart's working cycle. In invasive PU loop, a conductance catheter is inserted into left ventricle which simultaneously measures the chamber's blood pressure and volume waveforms at same location [6] . This three-decade-old technique measures ventricular compliance and contractility by measuring changes in afterload and preload during the cardiac cycle [7] .
We are presenting a novel non-invasive PU loop measurement method for e-Health applications that will ultimately allow for early detection of cardiovascular diseases (CVD) in hypertensive patients.
Background
The cardiac cycle is a closed-loop system and the PU loop consists of four stages, ventricular filling, isovolumetric contraction, ejection and isovolumetric relaxation which in turn produces systole and diastole BP. Left ventricle and aorta interface at aortic valve plays a pivotal relation to cardiovascular dysfunction. The capacity of the aorta, arterial compliance, to retain the amount of blood ejected by left ventricle plays a vital role in the blood circulation system. Lower arterial compliance results in higher BP and higher load on the left ventricle.
Due to higher risk in the invasive procedure noninvasive methods have been developed which are easier to use on a larger number of subjects. Echocardiogram (ECG) gated non-invasive PU loop measurement is becoming more common in clinical practice due to less risk during assessment [8] . The most famous method for non-invasive PU loop analysis is 1) 2D & 3D Echocardiogram, 2) Tissue Doppler imaging (TDI), 3) phase-contrast Medical Resonance Imaging and 4) Micro-computed tomography (micro-CT) [9] . These image analysis modalities have produced useful results over the last decade. Due to the complexity of analysis and limitation in biomechanical properties no wearable approach is feasible only ultrasound based systems are used to measure local PWV in a variety of arteries [10] .
Materials and methods
For this experiment, we have recruited five healthy and one borderline hypertensive volunteers of the age of 32±6.5 years (all males) and vital sign dataset for 120 seconds was collated. After relaxing for 5 minutes in a seated position on an armchair, we have collected the ECG, Photoplethysmogram (PPG) and Ballistic Pressure pulse (BPP) signals to measure the electrical, optical and mechanical activity of blood flow from the heart to distal arteries. The pressure waveform is measured by BPP sensor and the flow waveform is measured PPG sensor.
Apparatus
Biopac MP36R system ( fig. 2 ) is used for simultaneous sensor data acquisition -For our experiment sensors used are: 1) to measure cardiac activity, we have placed 2-lead ECG sensor on subject's chest for stable anchoring position for noise and artifact-free signals, 2) to measure blood flow waveform, a PPG sensor of 960nm wavelength is used on subject's digital palmar artery in index finger, and 3) to measure pulse pressure waveform, a poor man tonometer system is designed which uses Measurement Specialties polyvinylidene fluoride (PVDF) piezoelectric sensor [10] to measure distension waveform of artery results due to pulsating blood flow. The sensor is strappedup around the finger which occludes the subject's palmar artery in index finger against the bone eventually enables the sensor to measure the ballistic force on artery surface by blood pulsation. We called this sensor as ballistic pulse pressure (BPP) sensor. The piezoelectric sensor is interfaced to Film Lab which is digitized by Biopac analog input. Amplifier settings are shown in table 1. 
Mathematical background
Within the circulation system, the heart pumps out the blood in a non-continuous manner. The aorta is the biggest artery and acts as reservoir under the windkessel principle. Arterial compliance and peripheral resistance are directly affected the blood pressure waveforms which translates to PWV.
Moens-Korteweg equation formulates the PWV relationship in an elastic tube which is a useful tool to get insight into vascular diseases. The purpose of this study was to formulate the PU loop [1] and estimate the effect of overload in distal arteries which states that change in pressure is directly proportional to change in volume across the wavefront and describes as: ∆ = ∆ Where C is sonic velocity defined by Korteweg as:
Where ρ=Blood density, K= Bulk modulus of fluid, E= Young's modulus, the e=Wall thickness of the pipe and D=Artery diameter 5.
Signal processing algorithm
The data acquired in Biopac Acknowledge software is exported in excel format, for processing in MATLAB environment on an i7 Window PC. The algorithm [1] works in offline mode and processing sequence is described as below:
1-After pre-processing ECG signals R-peak is detected by the Pan-Tompkins method [11] 2-The Savitzky Golay filter is used to remove the noise and to take the difference of pressure and volume waveforms 3-Pressure and Volume waveform are ensembled by gating at R-peaks to remove signals outside of standard deviation of ±1. 4-PU loop is formed by plotting difference of pressure again a difference of volume waveforms. 5-Normalized PU-loops and manually draw the slope between early systole (20-30% of pressure values). 6-Multiply with viscosity to slope gives normalized PWV.
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Results -PU loop analysis
The aforementioned signal processes algorithm was applied on the collated dataset and resulting plots for ensemble averages of differential pressure and volume waveforms are shown in figure 4&5 . Manually drawn slope 20-30% systole give the local PWV as shown in fig  6. and normalized PU Loop of all 6 subjects are plotted in fig 7. An increase PWV is shown in High BP subject was found to be 2.89 compared others. 
Discussion
The non-invasive assessment of BP using PTT techniques shows close co-relation to BP but lacks in tracking sudden changes in BP. The current methodology of Cuffless BP monitoring requires frequent input brachial BP to calibrate the measurement. This work has evaluated to contextualize the calibration requirement based on the steepness of PU loop for PTT estimation of BP. The analysis of non-invasive PU loop gives a valuable information on ventricular overload and afterload conditions.
The mandate of the study was to look at the feasibility of the formulation of PU loop for e-Health monitors. The quantization of pressure and volume flow waveform is required greater insight into biomechanics markers. In the current method used the normalization only to evaluates the morphology of the loop among the subjects and in future, it is planned to compare across hypertensive groups. The hydrostatic and gravitation effects are neglected in these experiments based on the assumption of the similar posture of the subjects, sitting on an armchair. The BPP sensor is very sensitive to the motion and subjects had to take account of this artifact. Scalability and repeatability of the experiment were very encouraging. This work is part of ongoing research for wearable design [12] to investigate the independence of correcting factor in Moens-Korteweg equation. These results were encouraging in finding local PWV which will be translated to the carotid artery by exploiting the symmetry of carotid bifurcation -to achieve virtual same location for acquisition site.
This method formulates the noninvasive assessment of PU loop which will be an assisting factor for PTT based Cuffless BP measurement techniques for e-Health industry. The PU loop assessment shows limitations at distal arteries arises due to degradation by higher reflection waves results in arteries bifurcation. In future, this method can be applied for hypertension a diagnosis.
Conclusion
In conclusion, a novel sensor system is designed for a non-invasive method for PU loop is an assessment in a palmar artery in index finger and results found symmetry in the morphology of PU loops among the healthy subjects and an increasing trend is found in PWV of high BP subjects.
